Using a simple dip-coating mechanism, urinary catheters have been coated with poly(2-methacryloyloxyethyl)trimethylammonium chloride (pMTAC) using activator regenerated by electron transfer (ARGET)-atom transfer radical polymerization (ATRP). A polydopamine-2-bromoisobutyryl bromide (pDA-BiBBr) initiator was initially grafted to the catheter surface to initiate polymerization resulting in a pDA-g-pMTAC coating. The pDA-g-pMTAC-coated catheters showed a significant reduction in bacterial adhesion, with respect to uncoated silicone catheters, as determined by analyzing microbiological assays as well as scanning electron microscopy images. At the same time, no evidence for cytotoxicity was observed, rather, the coating promoted cell adhesion and proliferation of human cells. This makes the coating attractive for temporary as well as permanently implanted medical devices.
Introduction
The introduction of foreign materials into the body greatly increases the risk of infections due to potential bacterial contamination of the implant. Modern medicine, however, is increasingly reliant upon the use of catheters, cannulas and implanted devices. Therefore, bacterial adherence to foreign bodies, or biofouling, and the subsequent growth and aggregation of the bacteria within biolms represents a major challenge. Infections of catheters and prosthetics, such as heart valves, gras or joints, can result in serious health complications.
1,2 Infections associated with contamination of vascular devices and urinary catheters cause 11% of hospital-associated infections and present a major health risk as well as signicant nancial burden to the health care system.
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A bacterial infection typically begins with the attachment of bacteria to a surface, followed by the slow formation of a biolm. This biolm is comprised of protective extracellular polymeric substances, which makes the bacteria relatively immune to antibiotics and host immune responses. 1 A potential approach to reduce the risk of bacteria related infections is to reduce bacterial adhesion and biolm formation by chemical modication of the surface of the foreign material. 4 Historically, catheters have been made from latex, which is toxic to cells of the urinary tract, 5 and the development of silicone-coated latex or pure silicone catheters has led to a reduction in catheter associated urinary tract infections. 6 In order to further decrease biolm formation, catheter surfaces have been modied by the addition silver, 7 nitrofurazone, 8, 9 or antibiotics. 10 For silver coatings, the in vitro results have been inconsistent, with some tests showing no difference in biolm development compared to untreated catheters. 8, 9 In addition, no signicant decrease in catheter associated urinary tract infections was observed when silver-treated catheters were used in large clinical trials. 11, 12 An alternative approach in surface coatings has been the use of nitrofurazone, which releases nitrous oxide (NO) as an active agent mimicking the natural immune reaction. However, the antibacterial potency lasted only ve days in in vitro studies. 13 Antibiotics such as such as ciprooxacin, 14 thiazolidinediones, 15 and triclosan, 16 have been attached to catheter surfaces, mainly using polymers as binding agents. While these approaches have shown an effective prevention of biolms, antibiotic resistance can develop easily in bacteria.
17
Besides their use as adhesive agents, polymers have also been used as active antifouling components. Cationic charges from quaternary ammonium salts and other functional groups can be effective antimicrobial agents; however, there can be celltype specic toxicity to mammalian cells, 18 depending on the specic quaternary ammonium compound used. 19, 20 Hydrophilic polymers can also prevent bacterial attachment, and the use of hydrophilic, PEG-b-cationic polycarbonate diblock-21 and triblock-copolymers 22 as surface coatings has been effective in preventing surface fouling and inhibiting bacterial growth. Polymers with cyclic hydrocarbon groups 23 and histidine copolymer-based nanostructured coatings have also been shown to decrease biofouling. 24 Mixed cationic copolymers with polyethylene glycol and quaternary amine functional groups have shown antimicrobial activity for up to seven days with minimal fouling under in vitro conditions.
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While polymeric coatings on catheters have shown promising results, a major challenge is long-term stability under in vivo conditions. Polymeric coatings can lose their efficacy by degradation of the material, loss of functional groups, structural rearrangements of the polymer, which remove functional groups from the polymer surface, or a loss of the coating. 25 Here, dopamine derivative coatings for the engrament of an anti-biofouling polymer have been used to modify the surface of a silicone-based urinary catheter. Polydopamine (pDA) can coat different types of surfaces 26 and can itself be further modied to attach functional polymers. Using the inherent "stickiness" of pDA can ultimately increase the polymer coating efficacy, by maintaining structural and functional integrity.
27-30
Here, DA has been modied with an initiator, and the resulting pDA-initiator polymer has been used to engra poly[2-(methacryloyloxy)ethyl]trimethylammonium chloride (pMTAC) onto silicone catheters. This strategy has recently been shown effective in preventing biofouling of polyamide desalination membranes.
31,32
The engraed polymer, comprised of monomers each containing an active anti-biofouling functional group, provided two major benets over end-functionalized polymers. Degradation of the polymer coating will reveal only more of the same active functional groups, and polymer chain end groups do not need to be exposed, as each monomer possesses a functional group.
The pDA-g-pMTAC coatings resulted in a signicant reduction of bacterial adhesion to catheters. Additionally, the coatings proved to be non-cytotoxic and rather promoted adhesion and proliferation of human cells, making the architecture an intriguing coating for medical devices.
Materials and methods

Materials
Ascorbic acid, copper(II) chloride (CuCl 2 , 97%), dopamine (DA) hydrochloride, ethanol, Hellmanex, triethylamine (TEA), tris(2-pyridylmethyl)amine (TPMA), 2-bromoisobutyryl bromide (BiBBr), [2-(methacryloyloxy) ethyl]trimethylammonium chloride (MTAC), sodium azide and paraformaldehyde were purchased from Sigma-Aldrich, Australia, and used as received unless otherwise stated. Isopropanol and methanol were purchased from Merck, and used without further purication. Dulbecco's Modied Eagle Medium (DMEM), L-glutamate, and phosphate buffered saline (PBS) were purchased from In Vitro Technologies, Australia. Fetal bovine serum (FBS) was purchased from Bovogen Biologicals, Australia. Brain Heart Infusion (BHI) broth and Trypticase Soy Agar (TSA) were purchased from Thermo Fisher Scientic, Australia. Tissue culture cell lines, Vero and HEK293, were purchased from ATCC, USA. Concentrated nitric acid (HNO 3 ) and hydrogen peroxide (H 2 O 2 ) were purchased from Choice Analytical, Australia. Gold metal was purchased from ProSciTech, Australia. Ultrapure water (Millipore, >18 MU cm) was used unless otherwise stated.
Surface modication of catheters and glass microscope slides. Dopamine-2-bromoisobutyryl bromide (DA-BiBBr) initiator was prepared following an adaptation of Blok et al.
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Dopamine hydrochloride (400 mg, 2.10 mmol) was stirred under nitrogen for 5 min. Ultrapure water (20 mL) was added via syringe and the solution was degassed under nitrogen for at least 20 min. TEA (0.13 mL, 0.91 mmol) and BiBBr (0.13 mL, 1.05 mmol) were added and the solution le to stir under nitrogen for 3 h, at room temperature. The product, DA-BiBBr, was stored under nitrogen in the dark until further use or characterization.
Catheter pieces (Silicone Elastomer Coated Foley Catheter 20 Ch/Fr, Bard, Covington, GA, USA) or glass microscope slides (pathology grade, Livingstone, Australia); cut to size (typically about 1 cm lengths for catheters and half a slide for glass slides) and cleaned with 2% Hellmanex, were placed into concentrated Tris buffer solution (450 mg, tris(hydroxymethyl)aminomethane (Tris) dissolved in 80 mL of ultrapure water) and gently stirred for 5 min. DA-BiBBr (20 mL) was ltered through lter paper to remove particulates, then added to the Tris buffer solution containing either the catheter or glass slide samples (nal pH 8.5, nal Tris concentration 0.04 M) and le to stir for 24 h in air. The resulting pDA-BiBBr coated samples were removed, rinsed twice with 100 mL Tris buffer and dried under nitrogen (Scheme 1, Step(i)).
Surface initiated activator regeneration by electron transferatom transfer radical polymerization (ARGET-ATRP) of MTAC from the pDA-BiBBr coated surface. The pDA-BiBBr coated samples were added to an aqueous solution of MTAC monomer (8 g in 150 mL ultrapure water) in a sealed, two-necked round bottom ask (for catheter samples) or a sealed Coplin jar (for glass slide samples) under a nitrogen atmosphere. For the glass slide samples, the polymerization solution covered only the lower half of the surface to allow for direct comparisons between the pDA-BiBBr and pDA-g-pMTAC coatings. The vessels were degassed under nitrogen via syringe for 1 h. Cu(II)Cl 2 catalyst (0.001 g) and TPMA ligand (0.04 g) were dissolved in a solution of ultrapure water in isopropanol (1 : 10, v/v, 10 mL), then 10 mL of this solution were added to the vessel via syringe. The solution was stirred under nitrogen for 20 min followed by the addition of ascorbic acid (0.6 g in 10 mL of ultrapure water). The polymerization reaction was le to stir under nitrogen for 24 h. Exposure to air terminated polymerization. The resulting pDA-g-pMTAC-coated samples were removed and rinsed with water, dried under nitrogen and stored in a sealed container (Scheme 1, Step(ii)).
Characterization of pDA-g-pMTAC coating
Attenuated total reectance-Fourier transform infrared (ATR-FTIR) spectrometry. The pDA-BiBBr and pDA-g-pMTAC coatings on the catheter samples were characterized by ATR-FTIR spectroscopy using a Perkin Elmer Spectrum 400 tted with a zinc selenide ATR crystal. An uncoated catheter was used as background. Samples were placed onto the crystal, and sufficient force (approximately 140 N) was used to detect spectra which were detected over a range of 600 cm À1 to 3500 cm À1 , with a resolution of 4.00 cm À1 and 16 scans per run.
Water contact angle (WCA). WCA measurements were only performed on pDA-and pDA-g-pMTAC-coated glass slides as the curvature of the catheters made this technique difficult. Triplicate measurements on the glass slides were conducted in air via the static sessile drop method using an OCA 15 plus (Dataphysics). Water droplets (5 mL) were analyzed for contact angle using SC 20 soware (minimum six drops per sample).
Evaluation of anti-biofouling activity of pDA-g-pMTAC coating
Adherence of bacteria to catheters. Bacterial strains, Escherichia coli and Pseudomonas aeruginosa, were isolated from urine samples by SA Pathology, Flinders Medical Centre (South Australia, Australia). Bacteria were grown in 10 mL Brain Heart Infusion (BHI) broth (Thermo Fisher Scientic, Victoria, Australia) at 37 C with shaking for 16 h. Following coating, catheter segments were sterilised in 70% ethanol and air-dried. Bacterial adherence and biolm development was performed essentially as described previously for intravenous catheters. 33 Briey, catheter pieces were placed in 30 mL 1 Â 10 8 cfu mL À1 E. coli, 1 Â 10 8 cfu mL À1 P. aeruginosa, or BHI broth, for 3 h at 37 C to allow initial bacterial attachment to occur. Catheter pieces were washed with PBS pH 7.4 and transferred to fresh BHI broth and incubated for a further 48 h at 37 C to permit biolm formation. Catheter pieces were removed and washed 5 times in PBS pH 7.4 with gentle inversion, prior to xing for EM or enumeration of bacterial counts. Scanning electron microscopy (SEM). The adhered bacteria and associated biological substances were xed to the catheter surface by incubation in 1 mL aqueous 4% paraformaldehyde for 30 min at room temperature. The xed catheter pieces were stored in PBS/0.02% sodium azide at 4 C. Catheters were dried using stepwise dehydration by increasing ethanol concentration, using 10 min incubations in each of 30, 50, 70, 85, and 90% ethanol, followed by two sequential 100% ethanol incubations. Catheters were then air dried for 48 h prior to sputter coating with gold for 30 s at 35 mA (Quorumtech KQ300T D or Quorumtech K757X). Bacterial attachment to the external surfaces of the catheters was assessed using a scanning electron microscope (SEM; Camscan MX2500) with a spot size of 4, a 10 kV accelerating voltage, a 60-70 mA beam current, a 20-30 mm working distance and 3.1 K magnication. Images shown are representative of at least three replicates. Colony counts. Adherent bacteria and associated biological substances were detached from the surface of the catheter pieces by sonication in 1 mL BHI broth in a sonicating water bath (Bransonic Ultrasonic Cleaner, Danbury, CT, USA) for 10 min and vortexing for 30 s. The resulting suspension was serially diluted to 1 Â 10 À5 in BHI broth, and 100 mL of each dilution was spread on TSA plates and incubated at 37 C for 24 h.
Macroscopic bacterial colonies were counted by eye.
Biocompatibility assays
Inductively-coupled plasma mass spectrometry (ICP-MS). Residual copper le on the catheter surface aer the ARGET-ATRP was analyzed using an Agilent 7500 ICP-MS. Pre-weighed, uncoated, or pDA-g-pMTAC coated catheter samples were treated to determine copper content. Samples were partially digested prior to ICP-MS analysis by heating to 100 C for 1.5 h in concentrated HNO 3 , cooling to room temperature, then adding H 2 O 2 (0.5 mL) and heating at 100 C for 1 h before cooling to room temperature. As partial digestion resulted in the majority of the catheter being digested as well as the coating, fresh samples were incubated in HNO 3 (5 mL; 20% (v/ v)) for 3 h prior to analysis by ICP-MS for a leaching assay. Cell culture. Vero and HEK-293 (ATCC, Manassas, VA) cell lines were maintained in DMEM (HyClone®, Thermo Fisher Scientic Inc, USA) with 10% (v/v) FBS and 200 mM L-glutamate at 37 C and 5% CO 2 .
Biocompatibility of coatings on glass slides. Uncoated, pDABiBBr-, or pDA-g-pMTAC-coated glass slides were placed in the wells of a tissue culture plate and seeded with vero cells in DMEM maintenance media for 72 h at 37 C and 5% CO 2 before growth assays. Leaching assay of coated catheters. Uncoated, pDA-BiBBr-, or pDA-g-pMTAC-coated catheter sections were affixed to the lid of a 24-well tissue culture plate such that the coated catheter was suspended in culture medium without touching the cells adhering to the plate. HEK293 cells (7.5 Â 10 4 cells per well)
were incubated in the presence of the catheter sections for 72 h at 37 C and 5% CO 2 prior to growth assays. Viable and dead cells were measured using a trypan blue exclusion assay. 34, 35 Cell viability assays are representative of at least two independent experiments.
Biocompatibility of MTAC monomer. HEK293 and vero cells were plated at 7.5 Â 10 4 cells per well, and MTAC was added to the cells in a 1 : 2 dilution series from 53 mg mL À1 MTAC to 0.05 mg mL À1 .
Results and discussion
Surface coatings
Silicone coated latex catheters were modied by graing pMTAC from a pDA-attached initiator (Scheme 1). The synthesis strategy consists of the attachment of a BiBBr initiator to a surface using pDA. The initiator was then used to gra the MTAC monomer from the surface via ARGET-ATRP. The coating was designed so that the quaternary ammonium functionality of pMTAC engraed in the coated catheters could serve as an active antibacterial and anti-biofouling moiety. In the synthesis of pDA coatings organic solvents such as DMF are oen required; 31,32 however, this partially destroyed the catheters, and an aqueous based method had to be developed. The method was initially optimized using glass slide surfaces, where the successful surface attachment and subsequent polymerization was shown using ATR-FTIR spectroscopy and water contact angle measurements (Fig. 1, S1 and S2, and Table S1 †). Subsequently, catheter pieces were used and analyzed for their surface functionalization and antimicrobial properties.
Urinary catheters were cut into pieces, coated with pDABiBBr and pDA-g-pMTAC, and analyzed by ATR-FTIR spectroscopy (Fig. 1) . The presence of the pDA-BiBBr initiator coating can be seen by a broad peak at 3260 cm À1 , which is characteristic of the catechol group of pDA (Fig. S1 †) . 31, 32 The successful coating with pDA-g-pMTAC is supported by the increased intensity of characteristic bands between 2800 cm À1 and 2900 cm À1 , in addition to a reduction in intensity of those noted for the uncoated catheter. 31 Note the reduction in transmittance, with a broad peak at approximately 3260 cm À1 , due to catechol groups of pDA. This peak is slightly reduced by the pDA-g-pMTAC coating, compared to the uncoated control. Additional peaks can be seen between 2800 and 3000 cm À1 . The peaks are quite consistent between the uncoated sections and the pDA-coated sections, but are quite different in the pDA-gpMTAC-coated sections. Most notably, the 2911 cm À1 peak can be attributed to symmetric stretching of the methyl groups, and this peak differs from the other peaks present in the uncoated catheters. WCA measurements on pDA-BiBBr-coated glass slides were not signicantly different from pDA-g-pMTAC-coated or uncoated glass slides, as was expected (Fig. S2 and Table S1 †).
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Glass slides, pDA and pDA-g-pMTAC are all hydrophilic, 31,36 and the absence of change in WCA conrms a deposition of hydrophilic coating on glass.
Evaluation of anti-biofouling activity of pDA-g-pMTAC coating pDA-g-pMTAC-coated and uncoated catheter pieces were incubated with two different bacterial isolates from urinary tract infections, E. coli and P. aeruginosa, and the attachment of bacteria to the catheter surface was analyzed using SEM ( Fig. 2 ) and colony counts (Fig. 3) . Both E. coli and P. aeruginosa showed a substantial adherence to uncoated catheters aer 48 h incubation (Fig. 2) , with considerable biofouling visible on catheters incubated with P. aeruginosa (Fig. 2E) . Control experiments in the absence of any bacteria showed no bacterial attachment on either coated or uncoated catheters ( Fig. 2A and B) . On the pDA-g-pMTAC-coated catheters and regardless of the bacterial species used, very few bacteria were observed, and these were present as isolated cells only, with no detectable patches of adjoining cells or associated material (Fig. 2C and D) . These results were supported by the corresponding colony counts, in which fewer colonies grew from coated catheter sections than uncoated catheter sections ( Fig. 3 and Table S2 †). For E. coli, a 50% reduction and for P. aeruginosa, a 90% reduction in adherence in two of three colony count assays could be observed. These results show a signicant improvement compared to most previously reported polymeric coatings.
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Biocompatibility of pDA-g-pMTAC coatings
In addition to antibacterial properties, a coating designed for medical applications must be non-toxic to the host. The ARGET-ATRP polymerization requires Cu(I) as a catalyst, which can be toxic to human and bacterial cells. The levels of copper in prepared catheter pieces was therefore analyzed using ICP-MS, and no difference in copper levels was detected in treated or untreated catheter samples (Table 1) , indicating no signicant retention of copper in the pDA-g-pMTAC coating.
The biocompatibility of the coating was investigated by exposing the coatings to cells typically used in similar assays.
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Vero cells were grown on glass slides, which were either uncoated, coated with pDA-BiBBr alone or with pDA-g-pMTAC (Fig. 4) . pDA-g-pMTAC coated samples were not expected to cause cell toxicity as pMTAC has been used as a cell patterning agent for neuronal cells. 39 Indeed, on pDA-g-pMTAC coatings, cells grew as well as those on a tissue culture plate, an ideal surface for vero cell growth (Fig. 4A and D) .
Cells are known to not adhere or divide well on glass surfaces, and did not grow well on glass in the current study. They also did not grow well on the pDA-BiBBr surface. pDA is a naturally occurring polymer that has adherent properties; 26 however, it is possible that the Br of the pDA-BiBBr coated surfaces inhibited vero cell growth.
In order to determine whether the coatings were leaching potentially toxic substances, catheter sections were suspended Fig. 2 PDA-g-pMTAC coating reduces biofouling of catheters exposed to E. coli or P. aeruginosa. Uncoated (A, C, E) and coated (B, D, F) catheters were exposed to media only (A, B), E. coli (C, D), or P. aeruginosa (E, F) for 48 h prior to preparation for imaging by SEM. The scale bar for all images is 10 mm. for three days in cell culture media above HEK293 cells which were adhered to tissue culture plates. Cell viability and death were not signicantly altered in cells exposed to pDA-g-pMTAC coated catheters compared to untreated cells (Fig. 5) . However, there was a 92% reduction in cell viability and 11-fold increase in cell death in cells exposed to uncoated silicone catheters compared to those exposed to pDA-g-pMTAC coated catheters. This is likely due to latex toxicity, as cutting the catheter exposed the latex core inside the silicone outer shell which could leach toxins into the media. 40 Additional biocompatibility testing of the MTAC monomer, at concentrations up to 13 mg mL À1 in cell culture media (or one quarter of the initial concentration of MTAC at the beginning of the polymerization reaction), indicated that MTAC did not affect cell viability of HEK293 or vero cells (data not shown). Furthermore, the reaction product of MTAC polymerization added in a suspension of HEK293 cells does not alter the number of viable cells (data not shown).
Conclusions
A novel anti-biofouling pDA-g-pMTAC coating has been developed and used on silicone-coated urinary catheters. A high efficacy against colonization by clinical bacterial isolates while providing a suitable surface for eukaryotic (host) cell attachment and proliferation could be shown. The coating thus provides an interesting architecture for medical implants. The favourable cell adhesion may be exploited in future studies for anti-biofouling surfaces which require cellular adhesion for the host to accept the implant.
